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FOREWORD 
 
This standard was approved by Sectoral Committee on Chemical and Polymer Technology and 
was authorized for adoption and publication as a Sri Lanka Standard by the Council of the         
Sri Lanka Standards Institution on 2001-04-17. 
 
This specification was first published in 1992.  In this revision, present technological 
improvements and trade practices in this field had been considered.   Methods of test for 
determination of protein  content, powder content and conductivity  are included. 
 
Guidelines for the determination of compliance of a lot with the requirements of this standard 
based on statistical sampling and inspection are given in Appendix A. 
 
For the purpose of deciding   whether a particular requirement of this specification is complied 
with the final value, observed or calculated, expressing the result of a test or an analysis, shall be 
rounded off in accordance with CS 102.  The number of significant places retained in the 
rounded off value shall be the same as that of the specified value in this specification. 
 
In the preparation of this specification, the assistance derived from the following publications is 
gratefully acknowledged : 
 
 
ASTM D 3578 : 1991 American Society for Testing and Materials, Standard Specification    
  for examination rubber gloves. 
BS EN   455  : 1994 British Standard Specification for Medical gloves for single use  
 Part 1 - Specification for freedom from holes 
 Part 2 - Specification for physical properties 
JIS T       9107  : 1992 Japanese Standard Specification for Surgical rubber gloves 
S 90-000 : 1990 French Standard Specification for Non-active medical and surgical 

equipment specification on single use, sterile or reusable surgical 
rubber gloves. 

S 90-001 : 1990 French Standard Specification for Non-active medical and surgical 
equipment. 

 Specifications on single - use, sterile or non - sterile rubber gloves 
FDA H. H. S Publication, , U.S Department of Health and Services, Food  

and Drug Administration 99-4257 
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